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Abstract

Retrospective studies of silver-coated hip implants have demonstrated promising results and safety profile, however,
the potential benefits are so far unproven in prospective studies. Silver-coated implants may have a role in patients
undergoing revision or primary surgery with a high risk of infection but as yet there are no human studies investigating
silver in primary hip arthroplasty. Adequately powered robust prospective studies are needed in this area to determine if
silver-coated implants would be efficacious and cost-effective. The purpose of this systematic review article is to review
the current literature regarding the use of silver in hip arthroplasty. Our review showed that there is some encouraging

evidence that silver coatings can reduce infection.
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Introduction

Background

Silver is a chemical element discovered in approximately
3000BC with an atomic number of 47. Its chemical sym-
bol, Ag, is derived from the Latin word argentum. Silver
has a plethora of uses: from jewelry to being woven into
gloves, making them compatible with touchscreen phones.
Its use in medicine is a function of its antimicrobial prop-
erties and in this context, it was first used in the 18th cen-
tury to treat ulcers.!

Mechanism of action of silver

Silver has activity against bacteria, fungi and viruses.? It
has been described as “oligodynamic” due to being toxic
to bacteria at very low concentrations.? The mechanism of
action is complex and multifaceted. Silver ions are bio-
logically active and facilitate the bactericidal effect. Silver
ions interact with 3 specific bacterial cell structures.* At
the peptidoglycan cell wall and plasma membrane they
cause destruction and cell lysis.>¢ They interact with bac-
terial DNA preventing DNA replication and thereby repro-
duction via binary fission. They also interact with bacterial

proteins, denaturing ribosomes, disabling protein synthe-
sis and causing degradation of the plasma membrane.’10
An additional mechanism of toxicity to bacteria is through
formation of reactive oxygen species (ROS) by silver ions.
Park et al.!! have demonstrated ROS-mediated silver tox-
icity with an increased antimicrobial activity in aerobic
compared to anaerobic conditions.

The multifaceted mechanism reduces the opportunity
for the development of bacterial resistance in comparison
to traditional antibiotics. Current literature suggests resist-
ance to silver is rare and sporadic although it is known that
silver-resistance genes exist in certain types of bacteria.
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Randall et al.!2 have discussed and try to further elucidate
the endogenous (mutational) and exogenous (horizontally
acquired) mechanisms through which silver resistance has
developed. As observed by Percival et al.,!3 bacterial
resistance to antibiotics has occurred in the last 70 years
but on the contrary, no widespread resistance to silver has
developed in over 4 billion years of exposure.

Medical application of silver

Clement and Jarrett® comment that the use of silver has
been documented since the time of the King of Persia using
water storage in flagons of silver when going to war. Since
then, silver has become widespread in different medical
applications. These include silver-coated catheters,'4
municipal water systems,'S hospital surfaces disinfection
and wound dressings particularly in the care of burns.!¢-17

Silver has been used in both compound forms such as
silver nitrate and more recently as nanosilver following
advancement in manufacturing processes. Furthermore,
the antimicrobial efficacy of silver has been shown to be
related to its structural make up, with nanosilver proving
more effective than silver chloride and silver nitrate.!8
Nanoparticles can be used in coating medical devices,
with the aim of preventing biofilm formation and tech-
nology has developed to enable silver to adhere to the
surface of a device.!? This development is of potentially
huge significance as it allows silver to be used to poten-
tially reduce the risk of prosthetic joint infection (PJI) —a
complication seen in 1.5-2.5% of all primary hip and
knee arthroplasty.20

Antibiotic prophylaxis therapy is common practice
after surgery, but it is difficult to demonstrate a clear
supremacy of a particular antibiotic over another.2! The
most common pathogens associated with postoperative
infection are Staphylococci yet gram negative organisms
such as Pseudomonas aeruginosa can often be very chal-
lenging to eradicate given the biofilms produced.?? By
introducing prostheses, pathogenic microbes have a sur-
face on which they can develop biofilms. Bacteria grow
in aggregates that become encased in an extracellular
matrix produced by the bacteria, where the matrix is
often rich in polysaccharides, proteins and DNA.?? They
are associated with increased rates of infection on
human surfaces such as teeth, skin, and the urinary tract,
as well as medical devices such as catheters, heart
valves, and orthopaedic implants.?>2* The biofilm forms
a haven for safe growth, making them more difficult to
be destroyed by the immune system and more resistant
to antibiotics.?>:2¢

This provides the rationale for research into orthopae-
dic applications of silver, such as in tumour prostheses,
external fixator pins, bone cement and coating of implants.!®
PJI can have devastating effects on a patient’s quality of
life.?” Reducing the incidence of PJI would lead to a

reduction in the number of revision procedures, improved
outcomes for patients and reduce the cost to society. In
bone cement the addition of nanosilver has shown promis-
ing in vitro results and low levels of toxicity.?® Similarly, in
vitro results of silver-coated trauma implants have shown
promise but with mixed in vivo results.?*3 Silver has been
demonstrated to cause toxicity to human tissue, particu-
larly renal, hepatic and neural tissues. Additionally, local
argyria, a blue/purple discoloration of the skin, around
implants has also been reported. However clinical studies
have so far not elucidated any malignant toxicity. The
number of silver implants currently used are low and spo-
radic at present.

The purpose of this article is to review the current lit-
erature regarding the use of silver in hip arthroplasty.

Materials and methods

Our review team used a rigorous and systematic approach
conforming to the Preferred Reporting Items for Systematic
Reviews and Meta-analyses (PRISMA) and the critical
evaluation of studies relating to the use of silver in total hip
replacement surgery.

Protocol

A protocol was registered online before commencing the
study with PROSPERO (International prospective register
of systematic reviews, CRD42017082680) as recommended
by the Quality of Reporting of Meta-analyses (QUOROM)
statement.’!

Search strategy

We searched all studies indexed in OVID MEDLINE,
EMBASE, ACM, ADS, arXiv, CERN DS, Crossref DOI,
DBLP, Espacenet, Google Scholar, Gutenberg, Highwire,
IEEExplore, Inspire, JSTOR, OAlster, Open Content,
Pubget, PubMed, Web of Science for the last 10 years
using the search strategy shown in Figure 1. The search
strategy was not limited by language or patient age. We
also evaluated the grey literature with hand searches of 6
major orthopaedic journals over the last 5 years. The
bibliographies of the relevant articles were then cross-
checked to search for articles not identified in the search.
The initial screening of studies was performed by 2 inde-
pendent assessors with any disagreements meaning that
the study in question was included. An electronic spread-
sheet was constructed to summarise the findings of rel-
evant studies.

Eligibility criteria
We included all studies that related to silver implants in hip
surgery.
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Figure 1. PRISMA flow diagram.

Screening

A total of 117 records were identified from the searches
described above. The titles and abstracts were screened to
identify articles for inclusion in this systematic review.
After screening, 63 articles were assessed for eligibility
against criteria and from these 11 articles were reviewed
formally. A flow diagram of the progression of studies
through this systematic review is provided in Figure 1.

Data extraction

2 of the authors worked independently to extract the data
using standardised forms. We extracted data on partici-
pants, joint involved, survivorship of implants, prevention
of infection and toxicity.

Results

There were 63 articles reporting a mix of laboratory studies,
animal studies, review articles and 11 studies using silver-
coated implants in patients providing level III evidence.
Study characteristics are summarised in Table 1.

Endoprosthesis

Much of the source material gathered around silver-
coated prostheses was centred on megaendoprosthesis.

Endoprostheses are used to address large bone defects
when conventional prostheses may not suffice. Examples
include: major osteolysis causing implant loosening,
tumours, periprosthetic fractures, or periprosthetic infec-
tion. Megaendoprostheses are commonly modular, allow-
ing intra-operative flexibility, but in contrast to regular
prostheses have a larger surface area, typically require
larger surgical exposures, are used in operations of long
duration due to the complexity of the indications, and have
higher bloods loss;’2 all factors associated with an
increased risk of PJI.

Revision surgery for tumour endoprostheses has been
shown to carry a reinfection rate of up to 43%. Often the
bacterial biofilm proves too difficult to remove and the pros-
thesis must be removed.3* Commonly, oncological patients
are immunologically deficient due to chemotherapy, or may
be weakened by simultaneous disease in other organs, or the
malignancy itself, and are at higher risk of infection.2!

In vitro

Silver-coated nanotubes have been shown to be effective in
preventing biofilm formation and lowering bacteria numbers
in the early postoperative period.*> In vitro and in vivo evalu-
ations show that nanotubes on titanium surfaces encourage
osseointegration, cell differentiation, mineralisation, and
anti- microbial properties (including reducing the initial
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adhesion and colonisation of Staphylococcus epidermidis).
Nanotube surface treatment can be applied to existing
macro and micro porous titanium implants. Nanotubes
have been shown to improve bone bonding nine-fold and
mineralisation by 3 times that of non-treated titanium
surfaces.>?

Thermal sprayed coatings of calcium phosphate con-
taining silver showed significant decrease in the adherence
of Escherichia Coli, Staphylcoccus aureus and Methicillin-
resistant Staphylococcus aureus (MRSA).32 In megaendo-
prostheses, silver coating may be accomplished by galvanic
deposition of elementary silver. This Ist layer is addition-
ally coated with another layer of gold (the cathode) to ena-
ble continuous release of silver ions (the anode).?>5!

Albers et al.>* investigated silver ion, and nanoparticle,
induced cytotoxicity in primary osteoblasts (OB) and oste-
oclasts (OC). They found that the treatment of OBs and
OCs with silver particles lowered the cell differentiation
and number of viable cells, OBs more so than OCs; OBs
viability being reduced at 128 pg/ml silver nanoparticles
and differentiation being reduced at 64 pg/ml, with OCs
viability and differentiation being reduced at 256 pg/ml
and 128 pg/ml respectively. Dose and size also played a
key part with nanoparticles (average size 50 nm) being
more damaging than microparticles (3 pm). The bacteri-
cidal effects of silver occurred at 2—4 times the levels that
induced cytotoxic effects.>

Ando et al.3¢ found that hamster lung cells grew on the
silver calcium phosphate coating in a cytotoxicity test. In
the presence of hydroxyapatite, silver has a much higher
photocatalytic activity than titanium oxide-silver mixtures
alone, due to the generation of free radicals. These free
radicals may lead to oxidative stress and cell death.?

Fielding et al.>> found that the antibacterial properties of
the silver coatings, tested against Pseudomonas aerugi-
nosa, were highly effective. They then tested cell- material
interactions using human foetal osteoblasts in vitro. Cells
grown on silver-hydroxyapatite surfaces demonstrated dys-
functional features such as premature apoptosis, delayed
differentiation and cell death, with nearly complete impedi-
ment of functional alkaline phosphate activity.

To combat these effects of silver, strontium was added
as a coating mixture acting as a binary dopant. The stron-
tium acts to stimulates bone formation, while inhibiting
bone resorption. By adding strontium oxide to the silver-
hydroxyapatite mixture they effectively offset the damag-
ing effects and enhanced the performance when compared
to pure hydroxyapatite coated samples.>

In vivo

Silver reduces infection in medical devices such as external
fixation pins, heart valves, endotracheal tubes, and cardiac
and urinary catheters.3* Unlike the majority of antibiotics,
silver is not limited to a single mechanism but can use

several: blocking the cells respiratory chain, disrupting
cell transport, and binding to nucleotides and nucleosides
of RNA and DNA to limit transcription and translation
without significant reports of resistance.?

Kose et al.?” used a silver ion-doped calcium phosphate-
based ceramic nanopowder to look at resistance of bacte-
rial colonisation in knee prostheses in rabbits. They
inoculated the femoral canals of 27 rabbits with MRSA
and replaced the joints after 6 weeks with titanium implants
(9 uncoated, 9 hydroxyapatite-coated (HA), and 9 silver-
coated). 8 of 9 uncoated prostheses showed positive cul-
tures, 5 of 9 HA were positive, and only 1 of 9 silver-coated
prostheses was positive.’

Gosheger et al.>¢ demonstrated in rabbit models that sil-
ver levels were elevated in silver prostheses but were
within their pre-defined safety parameters with no histo-
logical change to the organs of the animal. Alongside
Hauschild,”” they later demonstrated silver levels in
canines. Mean values of silver trace elemental concentra-
tions in serum samples ranged from 0.20—1.82 ppb with
baseline data representing normal values ranged from
0.20-1.38 ppb.’” Therapeutic bactericidal effect can be
seen at low concentrations (starting at 35 ppb) whereas
toxic effects for human cells are expected at much higher
concentrations (300-1200 ppb).22

In dentistry, implants have been trialed with antimicro-
bial coatings such as antibiotics and chlorhexidine but have
not been viable due to short-term efficacy or cytotoxicity
respectively. In addition to silver, strontium, gallium, gold/
palladium, and zinc alloyed with magnesium have also
been found to have antimicrobial effects whilst demonstrat-
ing biocompatibility.>>#7 Other methods of coating include
chitosan coating, photoactive-based coatings, resorbable
antibiotic loaded hydrogels, and silver coatings.??

33 patients who received Porag (Porous Argentum)
megaprostheses between 2010 and 2014 were followed up
by Scoccianti et al.*® The implants were used for a variety
of reasons including oncological disease, arthroplasty, and
trauma. In such prostheses the shaft is silver-coated whilst
the bone-implant interface in general is not. The megapros-
theses included proximal, distal and total femurs as well as
knee arthrodesis prostheses. 3 of the 33 patients developed
post-operative infections; 1 that had had no previous infec-
tion and 2 patients developed recurrent infections.
Scoccianti displayed no local or systemic side effects.*¢

Donati et al.40 followed up 68 patients with primary or
metastatic proximal femur bone tumours. Of the 18% that
required further surgery, 13% were due to infection.
Patients that had been given silver-coated prostheses
developed early infection (under 6 months after surgery) in
2% of cases, whereas standard tumour prostheses devel-
oped early infection in 11% of cases. Late infection (occur-
ring after 6 months) occurred at similar rates in both
groups.2 silver- coated prostheses removed at 27 and 82
months after surgery showed near total absence of silver.



Wyatt et al.

Bloods taken at various times after surgery showed serum
silver levels to be significantly below the toxic threshold,
and no patients exhibited any symptoms of silver toxicity.
Donati reported no local or systemic side effects.

Over a 10-year period, Wafa et al.3* matched 85 patients
with Algluna-treated tumour implants (silver-coated meg-
aendoprosthesis) with 85 identical, but uncoated, tumour
prostheses. The infection rate in uncoated prostheses was
almost double, with Agluna infection rates at 11% and the
control at 22% (p = 0.033). 7 of the infected 10 Agluna
prostheses were treated with debridement and implant
retention and antibiotics, versus 6 of the 19 control
implants; 70% versus 32% respectively. Chronic infection
rates were found to be 4% in the silver group, and 15% in
the control group. Wafa reported no local or systemic side
effects and commented that the Agluna prosthetic uses less
silver in its coating than traditional prostheses (less than
2% of the lowest estimate of Hardes’ prosthesis).*

In 2010, Hardes et al.’® compared the infection rate
between silver-coated and titanium megaprostheses. The
silver group consisted of 51 patients (22 proximal femur,
29 proximal tibia) and the titanium group 74 patients (33
proximal femur, 41 proximal tibia). 6% of those that
received silver implants developed periprosthetic infec-
tion, compared to 18% of those that received titanium
implants. Infection rates were decreased in the silver pros-
theses. 5 patients ultimately underwent amputation due to
infected proximal tibia prostheses, whereas none to that
received a silver implant had undergone amputation. 1
patient of Hardes (a silver-coated prostheses patient) pre-
sented 50 months postoperatively with a blue-grey discol-
ouration of the skin over the area operated on. The
differential diagnoses were known varicosis with venous
insufficiency and suspected local argyrosis.?* In an analy-
sis of 56 patients who received silver implants for proxi-
mal tibia replacement in sarcoma; 4 were alive with disease
(7%), and 5 dead of disease (9%), and of the 42 that
received titanium 2 were alive with disease (5%), and 9
were dead of disease (21%).58

Toxicity

Given the known problems with metal ion toxicity follow-
ing metal-on-metal arthroplasty, there is concern about
potential toxicity of silver. Silver nanoparticles can cause
toxic effects to human tissues and there is evidence of an
immunosuppressive effect.’%0 Silver nanoparticle-medi-
ated cytotoxicity to mesenchymal stem cells and osteo-
blasts has been shown to occur at higher concentrations,
with the inference that a therapeutic window is likely to
exist.%! Necula et al.®> looked at the cytotoxicity of differ-
ent concentrations of silver nanoparticles on an implant
surface against a human osteoblastic cell line and found an
optimum cell growth combined with antibacterial effect at
certain concentrations. However, it has been demonstrated

that antibacterial effects of silver occur at levels higher
than those which induce cytotoxic effects, and indeed the
authors commented that their study provides evidence of
potential problems associated with orthopaedic implants.>*
In their review, Brennan et al.'® comment that further
research is required to find a method of controlling release
of nanoparticles from an implant so that it is compatible
with the host as well as providing antibacterial activity.
Silver toxicity may occur at serum levels as low as 0.3 mg/
mL and present as argyria and leukopenia, as well as caus-
ing alterations in renal, hepatic, and neural tissues.?! The
minimum doses mentioned in the literature to cause argyria
are approximately 4-6 g.63

Glehr et al.** followed up 31 patients that underwent
megaendoprostheses for infection or resection of malignant
tumours between 2004 and 2011. Levels of silver locally in
drains and seromas were measured. 7 patients (23%) devel-
oped local argyria (median 25 months). No malignant
symptoms of silver poisoning (neurological/ renal/ hepatic)
were found. They stated that local argyria is generally
benign, although fairly irreversible. The size of the implant
was not associated with argyria. Patients with and without
argyria, both had similar levels of serum silver.**

Discussion

Silver has established antimicrobial properties. By inter-
acting with the cell wall, plasma membrane, DNA and
RNA silver ions can cause cell lysis. Its widespread effects
and low resistance rates make it a good candidate for use
in hip arthroplasty. Silver is a versatile material and is rela-
tively easy to apply to implants, where the risk of biofilm
formation is high, it can help to reduce the risk of pros-
thetic joint infection.

In vitro cases demonstrate promise. The antimicrobial
effects of silver are reproduced in cell cultures and are
effective against Staphylococcus epidermis (the most com-
mon bacteria to colonise prostheses), Staphylococcis
aureus, Pseudomonas aeruginosa, and Escherichia coli.
However, silver demonstrates cytotoxic effects at the cel-
lular level, inhibiting osteoblast and osteoclast perfor-
mance. This osteoblastic cytotoxicity presents concerns
about the longevity of implant fixation and, secondarily,
revision for loosening. This effect could potentially be
reduced with the addition of other elements such as stron-
tium that act to stimulate osteoblast and osteoclast cells.
Alternatively, the silver coating could be localised away
from the implant-bone interface such as adjacent to the hip
articulation itself.

Silver is used to reduce the risk of infection in implants
and devices such as catheters and stents. The majority of
the data published in relation to silver- coated orthopaedic
implants involves megaendoprostheses used in tumour
surgery. Silver’s antibacterial properties are attractive in
patients that may be immunocompromised due to disease
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or chemotherapy. The included studies indicate that infec-
tion rates in the postoperative period were lower in those
that had received silver-coated implants over controls. It is
difficult to pinpoint the level at which silver may cause
serious local or systemic damage. Most of the cases had no
significant side effects from silver, though trace elements
of silver in the blood were often raised but below the toxic
threshold. Local argyria occurred in a small number of
cases but did not seem to cause any systemic upset.

Conclusion

Silver has antimicrobial properties. It is easily applied to
implants and has shown efficacy in smaller devices or
implants. In vitro studies of silver have shown signs of cell
toxicity, but it does not seem to cause systemic upset in in
vivo studies. The available literature is predominated by
silver-coated megaendoprostheses used in malignancy or
recurrent infection; in this context, it has proved effective
in reducing infection rates. There is no randomised trial
evidence ofits use in primary hip arthroplasty. Furthermore,
silver coated primary implants would need to be monitored
closely via the National Joint Registries.

The potential benefits of silver-coated hip implants are
so far unproven in prospective studies. Retrospective stud-
ies have demonstrated promising results and safety profile.
Silver-coated hip implants may have a role in patients
undergoing revision or primary surgery with a high risk of
infection. Prospective robust studies are needed in this
area to determine if silver-coated implants would be effi-
cacious and cost-effective in this setting.
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